
Breach of system in Hall C

(H2 release into Hall C)

1. Evacuate Hall C.

2. Shut off pump and heater

3. Do not operate lifter, JTs, etc.

4. Call cryo to shut off coolant

5. Call experts to pump & purge 
system, …
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Danger: System leak, hydrogen fire or explosion.

EXTREME HAZARD!


