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Under temp?
1. Disable Hodoscope CAEN HV Boards
2. Wait ~ 1 Second
3. Disable Hodoscope Mpod LV

Over temp?

T≤X?°C

T≥50°C
YES

NO

Hodoscope 
Temperatures Continue  monitoring

YES

NO

Continue  monitoring

1. Disable Hodoscope CAEN HV Boards
2. Wait ~ 1 Second
3. Disable Hodoscope Mpod LV


