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Encoder Readings for upstream #1 118406

Encoder Readings for upstream #2 118407
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Encoder Readings for upstream #1 118405

Encoder Readings for upstream #2 118408
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Auto-collimation (verify)

Horizontal Distance (point A, down. fiducial) = 1975.00mm #2

Notes:

Hall A Harp

Horizontal Distance (point A, up. fiducial) = 1996.00mm #1

Upstream Bench Measurement
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