
   DETAILS: 
 
Below are the results from the recent survey carried out on the Line C Compton laser table 
BPM’s.  This was only a check on the rotation angles as requested.  Angles reported are 
from the nominal 45 degree of the feedthroughs. 
 
 
IPM3P02A (Upstream BPM): 12.85 deg. clockwise as you look downstream. 
IPM3P02B (Downstream BPM): 13.62 deg. counter clockwise looking downstream. 
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