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Module 
under test: 
A7435SN
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Voltage read-back

CAEN sy4527

RG59

During the No Load voltage 
verification the CAEN module 
is limited to less than the safe 
limit of the Keithley meter.

The voltage is read directly 
from the output channel. 


